[Removal of substances with low and medium molecular weight by repeated application of C-DAK-capillary dialysers].
The capillary dialysator type C-DAK (Cordis Dow Mod. 4) can according to the regeneration method described be used three times as valid membrane for the elimination of the small as well as of the medium-sized molecules from the serum in the same patient.